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Abstract
The NA62 experiment at CERN aims to make a precision measurement of the ultra-rare decay K+ → pi+νν, and
relies on a differential Cherenkov detector (KTAG) to identify charged kaons at an average rate of 50 MHz in a 750 MHz
unseparated hadron beam. The experimental sensitivity of NA62 to K-decay branching ratios (BR) of 10−11 requires
a time resolution for the KTAG of better than 100 ps, an efficiency better than 95% and a contamination of the kaon
sample that is smaller than 10−4. A prototype version of the detector was tested in 2012, during the first NA62 technical
run, in which the required resolution of 100 ps was achieved and the necessary functionality of the light collection system
and electronics was demonstrated.
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1. Introduction
The aim of the NA62 experiment [1] at CERN is a pre-
cision measurement (10%) of the ultra-rare decay K+ →
pi+νν with a branching fraction BR=O(10−10), that makes
possible a stringent test of the Standard Model because of
the small theoretical uncertainties.
In order to achieve a signal to background ratio of
about 10 for K+ → pi+νν, as well as using kinematic con-
ditions, vetoes and particle identification detectors to re-
ject events with a BR up to 10 orders of magnitude higher
than signal, NA62 will rely on a differential Cherenkov
detector (KTAG) [2] to tag kaons within an unseparated
hadron beam of about 750 MHz particles, of which kaons
are about 6%, and reject events with interactions in the
residual material of the decay volume.
The design is based on a CERN West Area CEDAR
detector [3], a Cherenkov Differential counter with Achro-
matic Ring focus designed in the 1970s to discriminate
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kaons, pions and protons in unseparated, charged-particle
beams extracted from the CERN SPS. The CEDAR gas
volume and optics are suitable for use in NA62, but the
original photodetectors and read-out electronics are not
capable of sustaining the particle rate in the NA62 beam
line. Therefore a new photodetection and read-out system
has been developed to meet the NA62 requirements. The
main experimental requirements are time resolution bet-
ter than 100 ps, efficiency above 95%, contamination of
the kaon sample below 10−4 and radiation hardness.
The NA62 CEDAR is a ≈ 7 m long tube ( ≈ 60 cm)
filled with N2 (with an option for H2) at room temper-
ature and pressure that can be varied from vacuum to 5
bar. Starting from the downstream end of the vessel, the
internal optical system consists of a mangin mirror, a chro-
matic corrector, lenses and a diaphragm; the Cherenkov
light is collected, reflected and steered onto 8 quartz exit
windows (upstream end), equally spaced around the cir-
cumference of the diaphragm. The new photodetection
system collects photons exiting the quartz windows and
focusses them onto spherical mirrors, which reflect them
onto 256 photomultipliers (PMTs).
As a first step in the development of KTAG, in 2011
the CEDAR was equipped with its original 8 PMTs, one
per quartz window distributed uniformly in azimuth. This
setup was used to evaluate the performance of two front-
end electronics options and a basic prototype of the new
light collection and detection system. The front-end elec-
tronics is based on the NINO ASIC [4]. Two preamplifiers
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Figure 1: The CEDAR installed on the H6 beam line for the 2011
test, in the North Area at CERN
were tested: one new, radiation hard, design and a second,
which has already been used for the NA62 RICH [5, 6, 7].
To test the photon detection a prototype light guide was
built to replace one of the original PMTs. A solid alu-
minium block was machined to produce 3 conical sections
with polished surfaces that reflected the light onto 3 Hama-
matsu R7400 PMTs. The results from the test beam were
complemented by Monte Carlo simulations, used to esti-
mate the radiation dose in the experimental area (FLUKA
[8]) and photon rate and distributions (GEANT4 [9]) on
the NA62 beamline. The resulting design was tested in
2012, during the NA62 technical run, with the prototype
version of KTAG.
2. Test beam experimental setup
The detector was installed on the H6 beam line at
CERN in 2011 (fig. 1) and tested using an unseparated
hadron beam of momentum 75 GeV/c with a rate of ≈ 40
kHz. The beam composition was determined as part of
the test. A scintillator placed upstream of the detector
was used as trigger and beam particle counter.
2.1. Detector
The CEDAR volume was filled with nitrogen at room
temperature. The original read-out was used for the setup
of the detector and as a baseline for reference throughout
the test. A discrimination threshold of 30mV was applied
to the signals from the 8 PMTs and then the signals were
split and used for both coincidence logic and scalers. The
functionality of the CEDAR optics requires incident par-
ticles to be parallel (to within 100 µrad) with the optical
axis as they pass through the gas envelope. Alignment of
the CEDAR optical axis with the beam is achieved by mea-
suring the distribution of the light after it passes through
an annular shaped diaphragm using the 8 PMTs. For the
Pressure [bar]
1.6 1.65 1.7 1.75 1.8 1.85 1.9 1.95 2
Be
am
 c
om
po
sit
io
n
-710
-610
-510
-410
-310
-210
-110
1
 6-fold≥
 7-fold≥
 8-fold≥
Figure 2: After the alignment the pressure was varied, with a fixed
diaphragm opening of ≈ 1 mm: the profile of coincidences (for at
least 6, 7, and 8 PMTs) shows, in order from the left, the pion, the
kaon and the proton peaks.
alignment a gas pressure of 1.68 bar was used, correspond-
ing to the pion Cherenkov signal, since the pion rate is a
factor 10 larger than the kaon rate. Alignment does not re-
quire the equalisation of the count rate in the PMTs. The
diaphragm aperture was gradually closed from 20 mm to
its design value of 1 mm while adjusting the orientation of
the CEDAR optical axis horizontally and vertically. Align-
ment is achieved when the ratios between the count rates
in the PMTs remain constant while varying the diaphragm
aperture. Finally, to confirm the functionality of CEDAR
following the alignment procedure, the overall PMT rate
was measured as a function of nitrogen pressure. Figure 2
demonstrates discrimination of pions, kaons and protons,
and establishes that kaons can be cleanly selected. Fig-
ure 3 demonstrates that there was no loss of signal for
diaphragm apertures of 1 mm and above.
Once the tuning was complete, the analog signals from
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Figure 3: Two data sets, at the pressure of the pion peak, showing
the variation of the efficiency with the opening of the diaphragm.
The statistical error is not visible on this scale.
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Figure 4: Schematic of the radiation hard preamplifier
the PMTs were split and fed into the prototype electronics,
after a 32 dB attenuation.
2.2. Electronics
The front-end electronics was based on NINO ASIC [4],
a time over threshold charge discriminator with very low
jitter (≈ 60 ps). The time over threshold technique allows
an off-line slewing correction for better time resolution.
The NINO has a differential input, for which two prototype
preamplifiers were used. The newly designed (fig. 4) and
radiation hard preamplifier was tested for noise and time
performance (fig. 5). The second preamplifier had already
been characterized for the NA62 RICH detector and was
used as a reference and also in the second stage of the tests
which studied the new PMTs.
Time Over Threshold [ns]
-40 -20 0 20 40 60 80 100 120 140
H
it 
Ti
m
e 
- T
rig
ge
r T
im
e 
[n
s]
-100
-80
-60
-40
-20
0
20
40
60
80
100
1
10
210
310
410
Figure 5: Time performance of the radiation hard preamplifier: there
is much more uncorrelated noise with respect to fig. 6, and the overall
response suggests a distortion of the signal.
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Figure 6: Time performance of the RICH preamplifier: secondary
peaks along the vertical axis (> 0) are due to signal reflections in-
troduced by the attenuators.
The read-out system was based on HPTDC ASIC [10]
and TELL1 [11]; the components were part of an interme-
diate development stage of the final common NA62 read-
out system, composed of custom HPTDC based daughter
boards and TEL62 [12].
2.3. Photomultiplier Tubes
As already mentioned, the original light collection and
detection system is not suitable for the intensity of NA62
beam, that will produce a photon flux of few MHz/mm2
at the CEDAR exit windows. It was therefore decideded
to replace the 8 PMTs by 8 groups of small, fast Hama-
matsu metal package PMTs of type R7400-U03. Since
the active area of the PMTs is <20% of their geometrical
area, light guides are necessary to channel the Cherenkov
photons. A prototype light guide was made, consisting of
three conic sections hollowed out of an aluminium plate
(fig. 7). The faces of the cone were highly polished and
their reflectivities measured in the laboratory. This proto-
type was designed to replace precisely one of the original
CEDAR PMTs in such a way that its orientation could be
varied in addition to its distance from the CEDAR quartz
exit window. In this way it was possible to take data with
different geometrical configurations in order to enable dif-
ferent comparisons with the Monte Carlo simulation of the
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Figure 7: Schematic drawing of the 3 PMTs prototype used in the
2011 test beam.
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Figure 8: Simulation of the illumination of the 3 PMTs prototype,
in a specific configuration, with cones projection overlaid.
light envelope produced at the prototype by the Cherenkov
photons (fig. 8).
3. Finalizing the design of KTAG
Simulations with FLUKA indicate that the radiation
flux at the front end electronics is up to 0.4Gy/year and
that radiation hardness is an important requirement. The
radiation hard preamplifier did not perform as expected
during the test beam. Figs. 5 and 6 show the time with
respect to the trigger and time over threshold distributions
for the two preamplifiers. The radiation hard preamplifier
proved to be too noisy for this application.
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Figure 9: Distribution of optical photons at the entrance plane of
the cones. The array of PMTs is shown; the dashed ones are not
installed.
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Figure 10: Diaphragm illumination for N2, weighted with quantum
efficiency. The left hand side distribution is due to kaons.
To remove the need for a preamplifier a new voltage
divider with differential output was designed to feed the
PMT signal directly into the NINO input. This approach
was expected to introduce several percent inefficiency on
some PMTs but has several intrinsic advantages: avoid-
ing the introduction of any further noise source, partially
compensating for the lack of a preamplifier with a gain fac-
tor of ≈ 2 because of the differential output, and reducing
sensitivity to common mode noise.
Data collected during the test beam enabled a realistic
estimate to be made of the number of photoelectrons that
would be generated by the photon flux produced by the
nominal NA62 beam intensity. This was crucial in refin-
ing the Monte Carlo simulation describing the evolution
of the Cherenkov photon flux through the optical system,
and enabled the optimisation of the optical components
(lenses, mirrors, light guides) and the number and distri-
bution of PMTs. Fig 9 shows an example of the distri-
bution of Cherenkov photons incident upon the lightguide
in one octant for one such optimisation. These studies
revealed severe constraints on the rate capability of the
read-out electronics.
3.1. Monte Carlo simulation
A full simulation of the CEDAR was undertaken in
which Cherenkov photons were created within the gaseous
radiator and traversed through the optical system to exit
through the diaphragm aperture and out from the 8 quartz
windows. Detailed information concerning the reflectivity
and absorption of the different optical components as a
function of wavelength was used together with the dis-
persive properties of the two candidate radiators, gaseous
nitrogen and hydrogen, and the spectral response of the
PMTs. The simulation shows that an average of 18 hits
per beam particle is enough to fulfil all the requirements.
The West Area CEDAR used by NA62 was designed to
operate with nitrogen, where full compensation of the dis-
persion was incorporated into the optics. Figure 10 shows
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Figure 11: Diaphragm illumination for H2, weighted with quantum
efficiency. The left hand side distribution is due to kaons.
that sufficient angular separation of kaons and pions, plot-
ted as their radius on the diaphragm plane, is preserved at
all wavelengths. The dispersion is not fully corrected with
hydrogen and light of different wavelengths is spread over
an angular range of size similar to the separation between
kaons and pions (fig. 11). The design pion contamina-
tion requirement may be achievable with hydrogen at the
expense of the loss of about 40% of the Cherenkov light
from kaons. The corresponding KTAG time resolution is
within design specification, while the degradation in the
kaon identification efficiency would be potentially critical.
The KTAG has been designed to be compatible with both
solutions, because nitrogen offers a better optical perfor-
mance and hydrogen introduces less material on the NA62
beam line.
The number of detectable photoelectrons per beam par-
ticle determines the efficiency, the time resolution and, to
some extent, the contamination of pions in a kaon sample.
Critically for NA62, it also determines the single channel
hit rate, which imposes constraints on the read-out elec-
tronics. It is therefore necessary, within the optimization
process, to prevent individual channels from exceeding 5
MHz average rate (see § 3.4). Based on the test-beam mea-
surements and studies described in § 2, the simulated per-
formance of KTAG for a sample of PMT configurations
within this limit, each requiring different combinations of
lenses and spherical mirrors, is shown in table 1 for both
gases that might be used as the Cherenkov radiator. The
requirements of kaon tagging efficiency greater than 95%,
based on the coincidence of signals from one or more PMTs
in at least 6 octants, with an average production rate of
photo-electrons no more than 5 MHz per PMT can be
achieved for both nitrogen and hydrogen, while sufficient
flexibility exists to enable further refinement of the type
and configuration of PMTs to be used in the final design to
improve the balance between kaon-tagging efficiency and
rate per PMT. For the hydrogen option PMTs with higher
quantum efficiency (R9880-U110) are required.
option R[mm] <N> MR [MHz] (≥ 6)
N2 R7400-U03 51.68 11.1 2.7 69%
N2 R7400-U03 77.52 17.4 4.8 95%
H2 R7400-U03 51.68 8.1 1.9 48%
H2 R7400-U03 77.52 12.5 3.4 80%
H2 R9880-U110 77.52 22.4 5.8 99%
Table 1: Monte Carlo estimated performance for several configura-
tions: N2 and H2 options with different spherical mirror radii R and
different PMT models. The average number of hits <N> per beam
particle, the hit rate on the most active channel rate MR and the
CEDAR efficiency  for ≥ 6 fold coincidece is shown.
The pion contamination is dominated by accidental co-
incidences with kaons, hence it is determined by the com-
bined time resolution of the KTAG and the RICH; for a
rate of charged pions in the beam of ≈500 MHz the re-
quirement for both detectors is 100 ps resolution.
3.2. Mechanics and Optics
To handle an instantaneous kaon flux of ≈50 MHz
within an unseparated beam of ≈750 MHz, Monte Carlo
simulations indicated the need for several hundred Hama-
matsu PMTs distributed equally among the octants, with
each octant replacing one of the original CEDAR PMTs
and accepting light from a single quartz window. The
physical size of each group of PMTs required that the oc-
tants were placed around the beam pipe, with light re-
flected radially out towards them. The radial location of
the PMTs was chosen to minimise the expected radiation
from neutrons and muons, simulated with FLUKA, and is
between 30 and 50 cm from the beam line. The Cherenkov
light emerging through a quartz window displays different
angular behaviour in the radial and transverse directions
and it was first thought that an ellipsoidal mirror would
be required to focus the reflected light onto any sensible
grouping of PMTs in an octant. However, detailed calcu-
lations showed that a combination of a spherical lens cov-
ering each quartz window and a spherical mirror reflecting
light radially outwards would be satisfactory. This option
greatly simplified and speeded up the fabrication, since
eight pairs of standard lenses could be bought, with one
from each pair converted to a mirror of high reflectivity
at all wavelengths using an aluminium coating procedure
developed by the CERN optics group.
The light guides for each octant consist of a matrix of
closely-spaced, conic-sections cut into an aluminium plate,
with the interior of each cone lined with aluminised My-
lar. The coating was developed by the CERN optics group
to ensure high reflectivity over all relevant wavelengths.
Little flexibility existed in the choice of conic parameters
and in order to maximise the fraction of incident light re-
flected from the sides of the cones onto the active centre of
the PMTs, the aluminium plate was machined to form a
spherical surface with the axes of the cones converging at
the virtual source of light reflected in the spherical mirror.
5
PROJECT
TITLE
DRAWING NUMBER ARRGT. DRAWING
APPROVED
CHECKED
DATE
DRAWNMATERIAL
SPEC
TREATMENT
FINISH
TOLERANCES
MACHINED DIMS. ±
ANGULAR ±
UNLESS OTHERWISE SPECIFIED
UNLESS OTHERWISE SPECIFIED:-
ALL DIMENSIONS IN MILLIMETRES
SURFACE TEXTURE VALUES IN MICROMETRES
SURFACE TEXTURE TO BE 
MACHINE ALL OVER OR WHERE MARKED 
REMOVE BURRS AND BREAK SHARP EDGES DO NOT SCALE
DRAWING PRACTICE AND TOLERANCE
INTERPRETATION TO BS308 WELDING SYMBOLS TO BS 499
METRIC SCREW THREADS
TO BS3643 CLASS 6H/6g
THIRD ANGLE PROJECTION
MODIFICATIONS
ISSUE DATE NAME DESCRIPTION
A
SHEET OF SHEETS SCALE:-
THE UNIVERSITY OF LIVERPOOL
DEPARTMENT OF PHYSICS
5.55°
12.95°
9.25°
5.55°
 REF
TYP ALL CONES
3.7°
3.7°
11.1°
14.8°
7.4°
8
37°
7.4°
TYP ALL
CONES
18.5± 0.05
3.7°
11.1°
9.25°
1.85°1.85°
12.95°
14.8°
300 REF TO 
SPHERE CENTRE
TO CREATE C/BORE
2±0.15
32 POS
3.7°
7.4°
3.7°
7.4°
R  REF302
CONE ARRAY WAS
6,7,6,7,6
P.SUTCLIFFE13-Oct-11B
FIRST ISSUEP.SUTCLIFFE13-Oct-11
             0.5  °  
NP53-01
P.SUTCLIFFEALUMINIUM
13-Oct-11Mg3
P.SUTCLIFFESEE NOTES
PSSEE NOTES
NP53-01-39
A0
                    0.3
2
CEDAR NA62
LIGHT GUIDE- 5,8,9,8,9,8,9,8  ARRAY
2:12
 
 
 
 
 
                             3.2
NEW CONE ARRAYP.SUTCLIFFE10-Nov-11C
64 CONE ARRAY 
WAS 62
P.SUTCLIFFE9-Jan-12D
TYP 4 ROWS
B-BSECTION  
0.05
TYP 3 ROWS
C-CSECTION  
1:1SCALE  1:1SCALE  
1 ROW
D-DSECTION  
Figure 12: Aluminum support for PMTs (up to 64), as a portion of
a spherical shell, with cones integrated in the design.
The PMTs are set into the outer curved surface of the light
guide to mate precisely with the cones. The light guides
were made in the Liverpool University workshop to accom-
modate 64 PMTs (fig. 12), since this was the maximum
number foreseen on grounds of cost and performance.
KTAG is constructed in two halves to enable installa-
tion around the beam pipe, with each half comprising 4
octants (fig. 13). Cherenkov light exiting a quartz win-
dow is focussed onto a spherical mirror and reflected ra-
dially outwards onto a light guide, which forms the inner
wall of a closed Light Box (LB) acting as a Faraday cage
to contain the PMTs and readout electronics. A cooled,
aluminium, heat-sink forms the outer wall and is in ther-
mal contact with the NINO card that generates most of
the heat. A cylinder surrounding the beam pipe holds
the spherical mirrors, mounted such that their positions
can be adjusted both radially and along the direction of
the beam to accommodate mirrors of different radius and
thickness. Between the mirrors and LBs is a lightweight
aluminium cylinder (purple in fig. 13) with apertures to
Figure 13: Mechanical design of the KTAG detector, constructed in
two halves to enable installation around the beam pipe. Each half
comprises 4 octants and is bolted to a support cylinder cantilevered
from the end flange of the CEDAR.
Figure 14: The environmental chamber enclosing KTAG is shown in
its final position on the beam line as part of the NA62 experiment
in the North Area at CERN. The CEDAR gas enclosure can be seen
behind KTAG.
allow the passage of light. Both surfaces of the cylinder are
matt black to absorb any scattered light and prevent opti-
cal cross talk between the octants. A blue LED, mounted
externally to KTAG, feeds a set of optical fibres, with each
fibre directing light onto one of the spherical mirrors. The
light intensity can be adjusted using neutral-density fil-
ters and by varying the electrical current fed to the LED,
and the system enables the functionality of the optical and
electronics chains to be tested prior to the arrival of beam
particles.
The two halves of KTAG are bolted onto a support
cylinder, shown in black in fig. 13, which is cantilevered
off the CEDAR end flange, shown in green. The complete
system is enclosed within a light-tight, aluminium, envi-
ronmental chamber (fig. 14) lined with fire-resistant, in-
sulating foam and continuously flushed with nitrogen gas.
The nitrogen ensures that all optical components are kept
free from dust and oxidation and also that any hydrogen
that might leak through the seals on the quartz windows
from the CEDAR volume is diluted and removed before
any hazardous build up can occur. Distilled water from a
chiller is fed under pressure through two sets of stainless-
steel pipework, one circuit for each half of the detector,
passing through the heat-sinks on the outside of each LB.
The temperature of the water is controlled to ±0.1◦C and
the system was designed to limit the temperature drop
between input and output to less than 0.5◦C. Additional
fire-resistant insulation covers the support cylinder and
other exposed regions between KTAG and CEDAR, while
the CEDAR gas volume is enclosed in a well-insulated
cylinder. Prior laboratory studies have shown that the
combined effects of thermal insulation, together with the
temperature-controlled KTAG environment, are sufficient
to make negligible any temperature fluctuations in the
CEDAR gas that would otherwise cause changes in refrac-
tive index and broaden the Cherenkov cone. CEDAR is
equipped with thermocouples to measure the temperature
at the centre and both ends of the gas volume, while there
6
are 12 thermocouples distributed throughout the KTAG
enclosure to monitor temperatures close to the beam pipe,
the support tube, and the NINO cards. All thermocouples
are read out and the temperatures available in real time
as part of the detector monitoring.
3.3. Front-end electronics
To eliminate the need for a preamplifier the standard
Hamamatsu voltage divider was replaced by a custom de-
sign with differential output, collecting the signal both
from the anode and the last dynode. The increased to-
tal resistance also reduced the heat production. Assuming
a typical gain of 106 and a maximum hit rate of 5 MHz,
9 MΩ gives, at the operating voltage of 900V, a current
that safely guarantees no gain drop during the operation
of the PMT. The signal is transported to the front-end
board by a halogen-free shielded twinaxial cable, about 30
cm long, with 100 Ω impedance, equipped on both ends
with Harwin M80 connectors. The front-end board (fig.
15) consists of a motherboard with 64 analog differential
inputs, 64 differential outputs, 1 Embedded Local Monitor
Board (ELMB) [13] for services and remote control, and 8
mezzanines, with 1 NINO ASIC each.
Although the input impedance of the NINO mezzanine
has been optimized to minimize reflections, the quality of
the connection still leaves a residual reflection, with a rel-
ative amplitude of a few percent, which, given the length
of the cable, is visible at the end of the main signal, with
about 4 ns delay. This results in a double peak in the dis-
tribution of the time over threshold, where the secondary
peak, at higher value, corresponds to signals large enough
to have the reflection above threshold. The ratio between
the two peaks is a qualitative indicator of the position of
the threshold with respect to the signal spectrum. Photon
rates are such to impose the single photoelectron regime
on all PMTs, thus the efficiency of each PMT is defined
by the fraction above threshold of its own single photo-
electron spectrum (SER). The gains of the PMTs vary by
a factor of 10 and the dependence of the PMT gain on
Figure 15: Prototype front-end board for 2012 run, equipped with 8
NINO mezzanines.
the supply voltage is not sufficient to allow equalization of
the response of the PMTs. In order to render the single
channel inefficiency negligible the threshold should be low
enough to cope with PMTs with gain as low as 5 × 105.
This, together with the time performance requirements,
puts severe constraints on the acceptable level of noise.
The NINO threshold is set by a bias voltage that trans-
lates into an equivalent charge via the calibration factor
4 mV/fC. The resistive network on the NINO mezzanine
allows a minimum voltage of about 95 mV. Depending on
the quality of the setup, a minimum threshold around 100
mV was proven to be achievable and set as baseline target,
guaranteeing a maximum inefficiency of a few percent on
the PMTs with lowest gain.
The time resolution is a crucial parameter in NA62, as
it is a high rate experiment, sensitive to accidentals. The
intrinsic transit time spread of Hamamatsu metal package
PMTs, such as R7400-U03 and similar models, is about
300 ps. The contribution of the front-end has been kept
below 100 ps by the choice of the NINO ASIC (60 ps) and
by limiting the noise; tests showed that noise below 30 fC
gives a negligible contribution to the time jitter. The cross
talk has been measured to be below 1% in the worst case.
3.4. Read-out electronics
Each front-end board provides 64 LVDS outputs, dis-
tributed on 2 SCSI cables. Such signals are fed to the input
of a 128 channel TDC board (TDCB) [12]. The TDCB
is specifically designed for NA62, using 4 HPTDCs and
one ALTERA Cyclone III FPGA. Each TEL62 board can
house 4 TCDB daughter boards giving a total of 512 chan-
nels. The HPTDC can measure both leading and trailing
edges of the incoming signal with a dead time of 5 ns and
a LSB of 100 ps. Although the signals from the chosen
PMTs are shorter than 5 ns, it is still possible to measure
both edges, and therefore the time over threshold, since
the NINO implements a stretching time of about 11 ns,
which is added at the generation of digital output signals.
The most severe limitation of the HPTDC, for the current
application, is the rate capability per channel: in order to
keep the detection inefficiency below a few percent it has
to be operated with an 80 MHz clock with a hit rate below
5 MHz. This is true only for one single channel; since the
internal buffers are shared by groups of 8 channels, also the
rate capability is shared. Another limitation is given by
the output bandwidth of the TDCB to the TEL62, which
is about 30 MHz of data words per HPTDC. The hit rate
per PMT is expected to range between 0.5MHz and 5MHz
and therefore the total rate per HPTDC is managed by
distributing the channels using splitter boards, to use only
one channel per each group of 8 of each HPTDC, with
a mapping based on MC estimates. This mapping keeps
the rate per HPTDC below 15MHz which corresponds to
30MHz of data words coming from the measurements of
both the leading and trailing edges.
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Figure 16: Octants instrumented (grey) during the NA62 technical
run
4. Technical run
In the autumn of 2012 NA62 took a sample of data with
a partially instrumented detector, providing an opportu-
nity to complete or refine the development of several com-
ponents of the experiment. The mechanics of the KTAG
were complete, but only 4 octants were equipped with LBs
(fig. 16), and each LB had 32 PMTs installed. The beam
intensity in the technical run was only 1-2% of the nominal
intensity and therefore splitter boards were not required.
In order to keep the noise level within the foreseen limit,
low pass filters had to be installed on the HV distribution
boards. The prototype front-end was not ready for re-
mote control, therefore thresholds were set to a standard
value of 270mV and could not be changed during the data
taking, introducing a significant single channel inefficiency
(up to 20%).
The tuning procedure described in section § 2.1 was
adapted to the new setup and performed successfully (fig.
17), although complicated by having only 4 instrumented
octants. Fig. 18 shows the the number of hits per beam
particle, with a clear separation between signal and back-
ground.
The partial setup of NA62 provided the means to per-
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Figure 17: Pressure scan performed during the NA62 technical run.
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Figure 18: Number of hits per beam particle. Accidentals are re-
moved by requiring the coincidence between at least 2 octants.
form a basic physics selection of the decay K+ → pi+pi0 to
perform efficiency studies with a kaon sample.
4.1. Time resolution
KTAG has enough degrees of freedom to estimate its
own time resolution without relying on an external time
reference: the number of hits per kaon is large enough to
evaluate the time of the event by performing an average.
The residuals with respect to the average are a measure-
ment of the time resolution of an individual PMT, while
the global time resolution can be estimated by dividing by
the square root of the number of hits. It is a slightly bi-
ased estimate, because of the correlation between average
and residuals, but for a number of hits of the order of 10
or more the bias is negligible.
In order to achieve the best time performance, two sets
of parameters must be evaluated: time offsets and time
slewing parameters, exploiting the time over threshold (fig.
19). Once these corrections are applied, the time resolu-
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Figure 19: Distribution of the time over threshold; the second peak
is populated by events where a signal reflection is above threshold.
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Figure 20: Time resolution
tion of the individual PMT can be estimated (fig. 20). For
the partial setup the global time resolution is about 100
ps, which can be scaled to the final setup obtaining 60–70
ps.
4.2. Efficiency
The presence of the Liquid Krypton calorimeter (LKr)
in the partial setup, adding the kinematical constraint
given by the beam geometry, allows a selection of pi0s,
which correspond only to kaon decays, mainlyK+ → pi+pi0
(fig. 21). In this way a sample of kaons was isolated during
the data analysis, to be used as a reference for efficiency
studies.
Fig. 22 shows the efficiency as a function of the event
time with respect to an external time reference; the drop
in the second half of the read-out window is due to the loss
of trailing edges on its right hand side. The observation of
this effect led to a modification of the TEL62 firmware to
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Figure 21: Squared missing mass m2miss(pi
0) obtained from the Tech-
nical Run, compared with the MC simulation of the most common
K+ decays involving at least a pi0. The MC samples are normalized
according to their branching fractions.
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Figure 22: CEDAR efficiency measured for the selected kaon sample
as a function of the kaon decay time with respect to the trigger
timestamp. Two different edge requirements are considered: leading
and trailing edge (L+T); at least one leading (L).
enlarge the read-out window and cope with fluctuations of
the event position with respect to the trigger.
5. Conclusions
The performance of the CERN CEDAR was measured
in a dedicated test beam in 2011, both in its original form
and with the replacement of one PMT with a group of
3 Hamamatsu R7400 PMTs, new electronics, and a spe-
cially designed lightguide. This enabled a refinement of
the electronics design and a Monte Carlo simulation of the
Cherenkov photons to determine the most appropriate op-
tical parameters. This information was incorporated into
the design of KTAG, with a preliminary version, equipped
with 4 octants each of 32 PMTs, participating in the NA62
technical run in Autumn 2012. The information collected
was used to finalize the design and estimate the final per-
formance, taking into account all the foreseen constraints.
The use of a preamplifier to match the PMT’s analog out-
put to the NINO input was discarded, and replaced with
a custom voltage divider with differential output. The
Monte Carlo simulation was improved, leading to predic-
tive results in the study of the final working parameters
of the detector. The light collection system, the services,
the front-end and read-out electronics were built for the
2012 run, during which all design elements were evalu-
ated, leading to a final optimization. Results from the
2012 data taking show that the final time resolution will
be better than 100 ps, and that the required efficiency and
pion rejection are achievable.
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